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Clean the wound bed according to your 
company’s protocol.

1
Apply skin sealant to the area surrounding 
the wound bed. Optional: You may 
treat the edges of the wound with 
hydrocolloids for a better seal.

2
Cut the non-adherent dressing to the size 
of the wound

3
Lay the non-adherent dressing across the 
entire wound bed.

4
Measure the base of the wound, 
subtracting approximately a half inch 
from the measurement.

5

Cut the drain according to the adjusted 
measurement you have taken from the 
base of the wound.

6
Open the antimicrobial gauze and 
saturate with saline solution.

7
NOTE: 8A is applicable for flat or round drains
Place saline saturated gauze on the 
wound bed.

8A1

Position shortened drain on top of gauze.

8A2

Be careful not to overpack the wound bed.

WARNING

NOTE: 8B is applicable for channel drains
If preparing a channel drain, wrap the 
saline saturated gauze around the 
shortened drain.

8B1

Position the wrapped channel drain on 
top of non-adherent dressing.

8B2

Place a portion of the ostomy strip on the 
edge of the wound and fixate drain.

9
Use the remaining piece of ostomy strip 
to cover the top of the fixated drain.

10
Place saline saturated gauze over top of 
drain to produce a full wound bed.

11

Ensure a proper seal around the drain 
tube by pressing the film onto the ostomy 
strip.

13

Place transparent film dressing over the 
wound, leaving at least a one inch border 
to ensure a proper seal.

12

Where the drain tube exits the 
transparent film, apply two strips of 
waterproof tape in an X formation to keep 
the film airtight.

14
The dressing should contract noticeably. If 
it does not, check the dressing for a leak.

15
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